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Use clinically preferred insertion angle to puncture the vein Vein Perforation – Excessive force, stabbing or jabbing action
should be avoided

After  lower angle and advance entire cannula
approximately 3-5mm then advance the catheter into the vein

Catheter Peel Back – Ensure both needle tip (bevel) and catheter
are actually inside the vein prior to catheter advancement

When removing the stylet – support the hub by using the “V”
technique. Occlude vein distal to the catheter tip utilising middle

 and place index  over catheter hub to stabilise hub

Catheter Shear – Any attempt to re-insert the metal needle after
advancement of the catheter increases risk of catheter shearing

Safety Features

Self-activating clip technology without user activation

Eliminates risk of inadvertant activation

Safety mechanism cannot be bypassed

Safety clip covers needle tip immediately after use

No change of puncture technique compared to
conventional I.V. catheter
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